
2. Instructions for Use:
Hip Arthroscopy 
Bootliners - #40532SN

1. Unfold bootliner and have the white    
    DermaProx™ layer facing upwards.

 
2. Place patient’s heel in the middle of the pad   
     so that the notch aligns with patient’s calf.

3A. Place strap A (non-velcro side) of middle   
       strap on top of patient’s ankle  

 
3B. Place strap B (velcro side) of middle strap   
       on top of strap A so the patient’s foot is   
       wrapped. Be sure not to overtighten.

3C. Wrap non-velcro side of the pad around the               
       patient’s toes.

3D. Wrap bottom half of pad around the rest of   
        the patients toes and place the velcro on           
        top of the non-velcro side of the pad so that  
        the top of the patient’s foot is wrapped. 
        Be sure not to overtighten.

4A. Wrap non-velcro side of the pad around the  
        patient’s calf 

4B. Wrap bottom half of pad around the rest of   
       the patients calf and place the velcro on top  
       of the non-velcro side of the pad so that the  
       patient’s foot is wrapped. Be sure not to                              
       overtighten.
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